[The development for real-time sampling and display in epicardial mapping system].
In order to realize real-time sampling and display in 128-channeled Epicardial Mapping System whose sampling frequency is 2 kHz per channel, the article introduces a mapping software and preliminarily validates its practicability. The software is designed in MFC, using multiple-thread technology and buffering and pumping values method.